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Name of Customer

& ik ;. EETELXIEFREK305

Address of Customer

HEBALRK: HRERKX

Name of Instrument

FEH® :
Use of Instrument

BE/H :  AN-1
Type/Specification

WM %&E  : MQ/2141056-2
Serial N2
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Asset N2

HIERAL  : KirH
Manufacturer
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o] tion Date
peration Dal &g& E . 2 ,,4;19)
BWEKLB#: 2016 £ 09 FJ 23 H Checked by
Suggested Recal.Date Year Month Day ’]@e
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Calibrated by
REHWERE: [2012] BEKF002E Register No.: [2012]% & £F0022
Hihk: FRIIT RS L X RER G B B R ARk Add:Metrology and Quality Inspection Building,Central Section of Longzhu Road,
Hi%: 0086-755-26941696 0086-755-26941546 Nanshan District,Shenzhen
FEE: 0086-755-26941615 0086-755-26941547 Tel:0086-755-26941696 0086-755-26941546
#B%%: 518055 Mik: www. smq. com. cn Fax:0086-755-26941615 0086-755-26941547
BFHB4: kfzx@smg. com. cn Post Code:518055 http://www.smq.com.cn

E-mail:kfzx@smgq.com.cn
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Main Standard Devices Used
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Equipment Name Measuring Range n’;‘;:ﬁ':‘wg:nﬁ;geiﬁ Certificate N2 Due Date
KA FERESRER
Main Standards of Measurement Used
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Equipment Name Measuring Range %‘;&?ﬁ'&w@ﬁ;&%ﬁ Equipment N2 Certificate N2 Due Date
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Appended Directions
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Statement of Compliance and Limitation
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Results of Calibration

1. MW /Appearance: IE# /Normal;

2. M B 45 8 /Measurement results:
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Reference value Actual value Expended uncertainty
parameter
5mm=0. 05mm
% o 5.00 [~0. 03 , k=2
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FivE/Note: )

1. RESH RS % EHSHE L THr#E/Calibration parameter and reference value are reference

standard:
IEC 60695-10-2:2014 Fire hazard testing - Part 10-2: Abnormal heat - Ball pressure test

method.

2. KR EAHEEVFEKIE JIF1059. 1-2012 WEARHEETEEEER.
Expanded Uncertainty of Measurement in this time is. According to
JJF1059. 1-2012 Evaluation and Expression of Uncertainty in Measurement.
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